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RepCo Marksiing, Ine. cortifies the following: _

RepCo Marketing, nc. manufaciured, tested and sopphied Lot
Nimmber 08882 of Alechol Certified Solution for simulators. Randora
samples of said lot number were analyzed utilizing a gas chromato h and
Zound o contain £.1289 gme/di wifvol ethyl alcohol in aqueous solation (i.e.

ethanol).
The alcohol and distlled water used in fie solution were found to be

free of any interfering substance.
This solution will produce a vapor alcohol value of 8.188% +-3%

when heaied to 34 Degrees Celsius +/-0.2 Degrees Cslsius in g simnlator.
The date of menufhcture for this lot munber is Qeiober 14, 2888, The

" expiration date for this lot number is Dctober ¥
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Cecil B, Garner, Pragident
RenCo Marking, Inc,
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State of issouri
DEFARTMENT OF HEALTH

RANDEE KALSER
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